
=====================================================================
Acq. Operator   : SYSTEM                         Seq. Line :   1
Acq. Instrument : 1260lc                          Location : Vial 90

                                                Inj Volume : 2.000 µl
Different Inj Volume from Sample Entry!  Actual Inj Volume : 5.000 µl

Additional Info : Peak(s) manually integrated
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=====================================================================
                         Area Percent Report
=====================================================================

Sorted By             :      Signal
Multiplier            :      1.0000
Dilution              :      1.0000
Use Multiplier & Dilution Factor with ISTDs

Signal 1: DAD1 B, Sig=210,4 Ref=550,100

Peak RetTime Type  Width     Area      Height     Area
  #   [min]        [min]   [mAU*s]     [mAU]        %
----|-------|----|-------|----------|----------|--------|
   1   1.151 MM    0.2729    6.47574 3.95562e-1   0.8353
   2   1.966 BB    0.2814  768.75671   37.78061  99.1647

Totals :                   775.23245   38.17617

=====================================================================
                          *** End of Report ***

Sample Name: F9146 S121511 Carboplatin
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